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X RAYS

black-paper envelope between the object to be photographed
and the fluorescent screen without the latter being removed.

The envelope i< then held in position while the exposure is
made. Fig. 92 shows a modern t vpe of upright screening stand.

fio. ya.~Mackenzie Davidson X-ray couch., showing tube-box in posttiou.    i tuMuave ovueeu

removed.

Horizontal X-ray Couch. In a horizontal couch the patient
is examined in a recumbent position on a horizontal table.
The apparatus is of more general application than are the
upright screening stands just described, as the physical
condition of the patient is frequently the deciding factor.
The X-ray tube must be capable of motion in either directioncontained in ach a way
